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We evaluated a commercially available immunochromatographic dipstick test to detect Trypanosoma
cruzi infection in 366 human serum samples with known serological results from Argentina, Ecuador,
Mexico, and Venezuela. One hundred forty-nine of 366 (40.7%) and 171/366 (46.7%) samples tested
positive by dipstick and serology, respectively. Dipstick sensitivity was calculated to be 84.8% (range
between countries, 77.5 to 95%), and specificity was 97.9% (95.9 to 100%).

Chagas disease is caused by Trypanosoma cruzi and is
found in wildlife, domestic animals, and humans in rural as
well as peri-urban areas of Mexico, Central America, and
South America; in the United States, T. cruzi is found in
wildlife, but human cases are rare (29). Although transmis-
sion of T. cruzi can occur orally, congenitally, or transfu-
sionally, most transmission to mammalian hosts is through
the feces of blood-feeding triatomine bugs when T. cruzi
trypomastigotes in the feces contaminate the bite wound or
enter the host through mucosal surfaces (22). By causing the
loss of an estimated 670,000 disability-adjusted life years
(i.e., a measure that sums years of potential life lost due to
premature mortality and years of productive life lost due to
disability), Chagas disease is the most important parasitic
disease in the Americas; 8 to 10 million people are currently
infected with T. cruzi, with up to 100 million at risk of
contracting the disease (32).

There are several methods to diagnose T. cruzi infection
(11), but none are ideal when mass screening of samples is
required (e.g., epidemiological surveys, blood unit screen-
ing). While comparatively easy to use and sensitive, sero-
logical tests (i.e., enzyme-linked immunosorbent assay
[ELISA], immunofluorescence antibody test [IFAT], indi-
rect hemagglutination test [IHAT], or radioimmunosorbent
assay [RIA]) are of varied specificities (i.e., 60 to 100%) (12,
16, 26). Molecular tests, including PCR-based approaches,
are very specific but lack sensitivity (i.e., 30 to 95%) and

require technological expertise and specialized, expensive
laboratory equipment (11, 21, 23). Hemoculture and xeno-
diagnosis are the current gold standard for T. cruzi parasi-
tological diagnosis (6, 11, 21). Though these techniques are
specific, their sensitivity in the chronic phase of infection is
quite variable (e.g., 0 to 50% [6]); they also are labor-
intensive and time-consuming (e.g., because of the necessity
of mass-rearing bugs for xenodiagnosis and examination of
them). Thus, a rapid, sensitive, and specific diagnostic test to
detect T. cruzi infection would be extremely valuable for
mass-screening surveys and intervention campaigns as well
as during the onset of outbreaks; results could be read
immediately, and control measures could be implemented in
situ.

Immunochromatographic dipstick tests have been devel-
oped for a range of tropical diseases, including malaria (31),
leishmaniasis (7), and schistosomiasis (3); until recently (4,
5, 8, 14, 17, 20, 25, 28, 30), none was available for Chagas
disease.

Recently, the World Health Organization announced re-
newed efforts to eliminate Chagas disease (27). For such efforts
to succeed, an easy-to-use, sensitive, and specific diagnostic
test will be crucial for both detecting and treating cases early as
well as monitoring the implementation of elimination efforts
and evaluating their impact (18, 24).

We evaluated the sensitivity and specificity of a commer-
cially available immunochromatographic dipstick test to de-
tect antibodies to T. cruzi infection in human serum samples
with known serological results collected in areas of both
Chagas disease endemicity and nonendemicity in four dif-
ferent Latin American countries.
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Test samples. Study samples were collected between 2000
and 2007 from the general population, cases suspected of hav-
ing the disease, or blood donors during a range of epidemio-
logical studies in Argentina, Ecuador, Mexico, and Venezuela
(Table 1). Samples had been stored at �20°C and had previ-
ously been tested by at least one of the following methods
according to standard in-country protocols: ELISA (n � 366),
IHAT (n � 166), and IFAT (n � 101) (Table 1). Samples were
considered negative and positive as per in-country Chagas dis-
ease diagnostic guidelines (Table 1).

Dipstick. The dipstick test (Trypanosoma Detect MRA
rapid test; Inbios, Seattle, WA) was carried out according to
the manufacturer’s instructions, where 20 �l of serum fol-
lowed by 3 to 4 drops of buffer (150 to 200 �l) were added
to the dipstick’s sample pad. After 10 min, a red control line
and, if positive, a second line appeared on the test field of
the dipstick cassette. The test is based on a proprietary gold
mix containing multiepitope recombinant antigen derived
from different T. cruzi antigens. All dipsticks originated
from the same lot and were distributed to the various study
locations in January 2007; all dipsticks were used on study
samples between May and October 2007, within the speci-
fied date of expiration of the dipstick.

Figure 1A summarizes the dipstick and serology results of
samples evaluated. One hundred forty-nine of 366 (40.7%)
and 171/366 (46.7%) samples tested positive by the dipstick
test and serology, respectively. A total of 30 (8.2%) samples
had discordant results when tested by conventional serolog-
ical tests and with dipsticks (Fig. 1A). Samples that were
negative by standard serology but positive by the dipstick
method included 2 of the 47 (4.3%) negative-control sam-
ples and 2 of the 61 (3.3%) samples from individuals with
other infections (i.e., HIV, syphilis, hepatitis B virus [HBV],
hepatitis C virus [HCV], brucellosis, and tuberculosis). The
remaining 26 samples yielding discordant results were from
individuals living in areas of T. cruzi endemicity and who had
tested positive by conventional serology but negative with
the dipstick. For samples that were tested by ELISA and for
which exact optical density values were available, an asso-
ciation between ELISA optical density and dipstick positiv-
ity was observed (Fig. 1B).

Based on the total number of samples testing positive or
negative by serology, the sensitivity and specificity of the
rapid diagnostic test was calculated to be 84.8% (range
between countries, 77.5 to 95.0%) and 97.9% (95.9 to
100%); negative and positive predictive values were 88.0%
(85.0 to 92.6%) and 97.3% (94.3 to 100%), respectively (Fig.
1A). The kappa value, which is an index comparing the
observed agreement between tests against the agreement
which might have been expected by chance, was calculated
to be 0.83 (range between countries, 0.80 to 0.94).

To our knowledge, this is the first multicenter study to
evaluate the Inbios Trypanosoma Detect test to detect T.
cruzi infection in blood samples from people in the general
population living in areas of T. cruzi endemicity or nonen-
demicity, cases suspected of having the disease, or blood
donors. Our study indicates that the tested dipstick test has
high specificity (97.9%) and moderate to high sensitivity
(84.8%). Agreement between the results of standard sero-
logical tests and the tested dipstick was good. This comple-

ments the results from other studies testing the same dip-
stick (5, 14, 30) or dipsticks from other manufacturers
(i.e., Chagas Stat-Pak, Chembio Diagnostics Inc.; SD Bio-
line Chagas Ab rapid test (Standard Diagnostics); and On-
Site Chagas Ab rapid test cassette, CTK Biotech) (4, 8, 14,
20, 25, 28).

Four samples that were negative by standard serological
tests were positive with the dipstick, and we are currently
assessing whether these samples are true or false positives;
clearly, the tested dipstick yielded false negatives (n � 26).
As similar studies evaluating dipsticks for malaria (31) and
leishmaniasis (7) diagnosis have shown, variability in dip-
stick performance will depend on factors such as the type of
diagnostic antigen and conjugate used. Commercially avail-
able dipstick tests can be highly variable in terms of sensi-
tivity and specificity (7). Rates of false positivity for malaria
dipsticks can be as high as 28%, which may, for example, be
due to cross-reactivity to rheumatoid factor (15). For sam-
ples from individuals suspected of T. cruzi infections, false-
positive results may be caused by other protozoan organ-
isms, including Leishmania spp. (2).

There are many potential advantages of using dipsticks
over other diagnostic methods. First, when using dipsticks, a
large number of samples can be processed quickly and with
minimum effort. Second, compared to the technological ex-
pertise needed for serology, molecular methods, or xenodi-
agnosis, the expertise (i.e., training of personnel) necessary
to perform the dipstick tests is minimal, as is the require-
ment for specialized laboratory equipment. Another advan-
tage of dipstick tests is that patients can see the results for
themselves, which will contribute to a better working rela-
tionship between local communities and people carrying out
the testing (e.g., during surveys). Third, from an epidemio-
logical point of view, a dipstick test allows intervention
strategies to be implemented in situ, such as for serologic
surveillance, vaccine or clinical trials, and rapid initiation of
treatment of infected individuals during outbreaks of acute
Chagas disease. Compared to what is required following
currently used serological tests, the need for follow-up visits
to surveyed individuals is reduced and hence operational
costs are reduced. Fourth, in settings normally considered
nonsupportive of T. cruzi and Chagas disease (22, 29), dip-
stick tests could easily be included in laboratory testing
algorithms. These could apply to people potentially exposed
to T. cruzi when traveling (e.g., tourists, military personnel)
as well as blood and organ donors from countries where
Chagas disease is endemic.

Immunochromatographic dipstick tests are comparatively
expensive (the tested dipstick has a retail price of $1.40), but
considering the above, a sensitive and specific dipstick test
such as the one tested here could prove very cost-effective
relative to currently available diagnostic tests, especially
when used in mass-screening surveys, investigations of acute
outbreaks of Chagas disease, and even tests in blood donor
units.

A more comprehensive multicenter study is now planned
to evaluate dipsticks using a standardized protocol on
batches of sera from known negative and positive controls
and a random selection of samples from areas of endemicity
and nonendemicity, as well as to assess the relationship
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between dipstick positivity and standard serology and the
heat stability and ease of use of dipsticks.
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FIG. 1. (A) Comparative diagnosis of T. cruzi in 366 human blood samples. Samples were evaluated by different serological tests and considered
positive or negative as per in-country Chagas disease diagnostic guidelines. The number of samples that were tested in each country is specified,
as is whether they were serologically positive or negative, whether they were samples from patients with other infections (and also serologically
negative), and how they tested when the dipsticks were used. Sensitivities, specificities, positive and negative predictive values, kappa values, and
95% confidence intervals are also given. Shown below the standard-serology results are results for samples that had serologically concordant and
discordant results and how they tested with the dipstick. One sample from Ecuador from a case with another infection (indicated with *) had
discordant ELISA results, testing negative and testing borderline positive; it retested negative. Abbreviations: PS, samples testing positive as per
country guidelines; NS, samples testing negative as per country guidelines; OI, samples from individuals with other infections (i.e., brucellosis,
HBV, HCV, HIV, syphilis, tuberculosis); Dipstick, Trypanosoma cruzi Detect dipstick; N/A, not available; 95% CI, 95% confidence interval; PPV,
positive predictive value; NPV, negative predictive value. (B) Relationship between ELISA optical density values and rapid diagnostic test
positivity. Samples represented are samples for which exact optical density values were available, i.e., samples from Ecuador and Mexico (n � 200).
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del xenodiagnóstico en la infección chagásica crónica humana, utilizando
ninfas de diferentes especias de triatominos. Bol. Chile Parasit. 26:57–58.

7. Chappuis, F., S. Rijal, A. Soto, J. Menten, and M. Boelaert. 2006. A meta-
analysis of the diagnostic performance of the direct agglutination test and
rK39 dipstick for visceral leishmaniasis. BMJ 333:723.

8. Chippaux, J. P., J. R. Postigo, J. A. Santalla, D. Schneider, and L. Brutus.
2008. Epidemiological evaluation of Chagas disease in a rural area of south-
ern Bolivia. Trans. R. Soc. Trop. Med. Hyg. 102:578–584.

9. De Rissio, A. M., K. Scollo, and R. Cardoni. 2009. La transmisión madre-hijo
del Trypanosoma cruzi en la Argentina. Medicina (Buenos Aires) 69:529–
535.

10. Diaz-Bello, Z., R. Zavala-Jaspe, M. Diaz-Villalobos, L. Mauriello, A.
Maekelt, and B. Alarcón de Noya. 2008. Diagnóstico confirmatorio de anti-
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